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CALIBRATION  CERTIFICATE
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Certificate No. ZD202206180914
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Client SRR BIRAT

FieRithht

Address EEHHCKEMALEE 11995 881E 71X

I |

Description “E R LRk

BISHIRg

Model/Type BX-NO2

Bl

Manufacturer BRI ARDBIRAE]

Serial No. CGQ-2021120032 Absct b, /
Rz e

Date of Receipt 2022-06-18

BotEEHA

Date of Calibration 2022-06-18
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Approved Signatory
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Inspected by
R - Gl
- R &

Tested by
(stamp)

et - RER I hERXEKETEEAEH KRR AXA4H301

Add : Room 301, Building 4, New Development Area, East Zone, Baishixia Community, Fuyong Sub-
District, Bao'an District,Shenzhen,Guangdong, China

E2iE (Tel ) : 0755-29888158 HBIBYRAS ( Post Code ) : 518103

{€8 ( Fax) :0755-29796107
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Shenzhen Zhongdian Metrology and Testing Technology Co.; Ltd
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DIRECTIONS OF CALIBRATION

JFP4S: 7D202206180914 T2, H 3w

Certificate No. Page of

LA = HRNEYTHREERITERE,
( All data issued by ZD Test are traced to National Primary Standards.)

2 RERS RN FRER  WEREEISELS N TFARIR.

( The results is ONLY valid for the tested sample,please feedback to us within 15 working days if you have any question.)

3AERRSEAR—M  EBRES , BRHERIEBEIEEE.

( Each certificate has a unique number.If replaced the certificate,the original certificate will be invalid once the new
certificate number is issued.)

AEBHMERARIFRE. AEER  (MtSE , Hh "P" 3R "Pass” , "F" A& "Fail" .

(In the datasheet,MPE & determination is only for reference,"P"represents"Pass"and"F"represents"Fail".)

S RRIERIABIERIRARTRIBEITEE |, U EERIRERBIAT.

( Reference documents and Accredited Scopes for Calibration,Beyond the Scope has not been accredited.):

SRIIG (F) 01-2015 (—EHEH— SRS IRENIE)

6. AR FNEZENEFRAE ( Main Standards of Measurement Used in the Calibration.):

BIR/ES wmS RS BRHE FAKHIE
Description/Model Serial No. Certificate No. Due Date Technique Character
§'E»¢:§ﬂ};ﬁ%{$ﬁ>&m 156131 GBW(E)061843 2022-11-02 /
7 R, TRESHEF ( Place and environmental conditions of the calibration)
MR AASISIRE mE 224 °C TERRE 59 %
Place Temperature Relative Humidity
8. N ERATiEEkE : 12 MR, X RIEEArME R B ERE,

Suggested calibration interval is 12 month or it can be altered depending on the actual usage of the user.
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Result of Calibration

WEFgn5: 7D202206180914 %03 T4k 3
Certificate No. Page  of
1. SMRRZEHEAEE/ER(Appearance & Interaction) :
IEE (Normal)
2. 1XEE7REIRZE(Indication erro ):
RERE ~MERE ARSI &g
(Standard gas concentration) (Error) (Limit) ( Conclusion )
(ppm) (%FS) (%FS) (Pass/Fail)
5.2 0.3 P
10.8 0.1 5.0 P
19.2 0.4 P
3. EEM(Repeatability ):
RSRE HEM RIS &g
(Standard gas concentration)  (Repeatability) (Limit) ( Conclusion )
(ppm) (%) (%) (Pass/Fail)
10.8 0.12 <2 P
4, TERZRTE) ( Response time):
RERE 5E RARTEIR &g
(Standard gas concentration)  (Average value) (Limit) ( Conclusion )
(ppm) (s) (s) (Pass/Fail)
10.8 28.30 <90 P
giF:
Notes :

KFNELERAHEERGAA

(Directions of measurement uncertainty in the calibration)

L4&#E : JJF1059.1-2012 MEHEEITFES TR

(Reference Document : JJF1059.1-2012 Evaluation and Expression of Uncertainty in Measurement)

2 RN E SR BAHAER (The expanded uncertainty of the measurement ) : i22 : U ,=4.0% , k=2

(LAT=H)
(The below is blank)



